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Soil moisture content determination is a common process in agriculture which needs 
sensors with high accuracy and compatibility with the environment. The available methods are 
described with attention given to the gravimetry measurement, lysimeters, neutron scattering, 
gamma absorption, time domain reflectometer, electrical resistance blocks, and electrical 
tomography sensors. Current technique used is time domain reflectometer which is convenient 
and reliable. However, this device is quite expensive and cannot provide clear view of moisture 
percentage distribution in soil. The proposed sensor which is using tomographic method, can 
visualize data using permittivity distribution. By using an array of sensors that are positioned 
around the pipe, it is possible to visualize the percentage of soil moisture. Electrical Capacitance 
Tomography (ECT) is comparatively low cost and capable to make measurements rapidly. The 
mechanism used in ECT is non-invasive, inert, and non-ionizing. The report consists of an 
introduction, problem statement, objectives, literature review and methodology used to solve the 
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1.1 Background of Study 
 
Soil moisture content is a key factor for the survival of all plants growth, especially in 
irrigated systems for greenhouse vegetable production. Lack of information about the soil 
moisture status can lead the plant to over-irrigate or under-irrigate. The effect of over irrigation 
may damage the crop and reduce the quantity and quality of the vegetable production, wasting of 
water, and problems might occur which are related to extremely wet soil for instance water 
logging, leaching of nutrients, increasing the numbers of plant disease and reduced usage of daily 
water. Meanwhile decreasing of moisture content will cause declining of photosynthesis process 
of the plant. Besides, under irrigation will give rise to difficulties for the plant root system to 
absorb nutrients in order to maintain transpiration rates. As the consequences, decreasing in cell 
production will occur.  
To develop an irrigation scheduling program, the understanding of relationship between 
the plant and moisture content is important. Therefore, the soil moisture content must be 
measured accurately and continuously in order to minimize and thus prevent the effect of poor 
irrigation. This can be achieved by using tomographic technique. Tomography is a system that is 
related to cross-sectional images of an object. The process of tomography is simply a process to 
gain plane section images of particular object.   
Process tomography instrumentation is low cost and able to make quick measurements. 
Array of sensors that are located around the vessel or pipe is feasible to capture the concentration 
or percentage and movement of the materials inside. Measurements are reconstructed to form 
two-dimensional images, besides to provide information in monitoring process thus improve 
results, value, effectiveness, and overall control. Tomography systems is useful in various types 
of processes and unit operations, including agriculture scheme, stirred reactors, pipelines, 
fluidized beds, mixers, and separators. According to the sensing device used, tomography system 
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The environment inside the greenhouse is surrounded with a fair amount of moisture that 
gets trapped and therefore, a lesser amount of watering is generally needed. Various alternatives 
are available for watering the greenhouse plants such as irrigation system. Irrigation can be done 
manually or automatically. Since manual irrigation is labor-intensive and repetitive, therefore 
automatic irrigation is preferable. To develop an irrigation scheduling program that provides 
better understanding between the plant and soil moisture relations, the necessary requirement is 
to accurately measure the soil water content, condition and plant size.  
There are different methods available for measuring soil moisture content such as 
gravimetric measurement, lysimeters, neutron scattering, gamma absorption, time domain 
reflectometer (TDR), and also electrical resistance block. All of these methods have their own 
principle of operation. The summary of the techniques and their respective principles are shown 
in Table 1: 
Table 1: Techniques of measuring soil moisture content 
Method / 
Technique 
Principle of operation for 









may lead to error 
Lysimeters 
From the changes in weight or 
drainage volume to estimate 
evapotranspiration 
Exact determination of 
water balance 
component in soil 
May cause problem to 
the crops in order to 




From the ration of fast and slow 
neutron 
Easy to use and accurate 




From the changes in gamma 
attenuation 
Accurate measurement 
below the air surface 
interface 
Gamma rays are 
dangerous 
TDR 
From the ration of the 
electromagnetic pulse of energy 




From meter reading of the wire lead 
connected to two electrodes  
Inexpensive 
Individually calibration 





Current technique that is widely used is time domain TDR. The working principle of 
TDR is by inserting two parallel rods or solid wires into the soil until certain depth at which the 
average water content is chosen. The parallel rods are attached to an instrument that sends an 
electromagnetic pulse or wave of energy along the rods. The rate at which the electromagnetic 
wave is conducted into the soil by the parallel rods and reflected back to the soil surface is 
directly illustrating the average water content of that particular soil. This device is convenient 
and reliable. However, the TDR device is expensive, costing nearly RM24,000  per unit.  
Among all the techniques mentioned above, yet none of them provide clear view of the 
moisture percentage distribution in soil. The soil moisture status is important in effective 
irrigation scheduling in order to maximize profit from the production of crops. Therefore, a 
technique that has high accuracy to measure the moisture percentage distribution in the soil is 





The objective of this study is to measure the moisture percentage distribution in the soil 
by using high accuracy technique. To achieve this objective, an electrical capacitance 
tomography will be used in order to capture the cross-sectional images of dielectric material 
distribution through capacitance measurement and image reconstruction. The capacitance 
measurements are obtained from a multi-electrode sensor. Whilst the cross-sectional distribution 
of the permittivity is reconstructed from these capacitance measurements. In agriculture scheme, 
monitoring of moisture percentage in soil is important especially during irrigation scheduling. 
Other than that, the moisture percentage will give benefit in the continuous monitoring of 






1.4 Scope of study 
 
The project scope can be divided into four parts whereby the first stage is the study of the 
theories behind tomography which specifically is electrical capacitance tomography (ECT), as 
well as the current technique of soil moisture detection, other techniques and also the need of 
controlling soil moisture mainly in agriculture sector. In order to design the ECT sensor, the 
author needs to do research on how the ECT sensor is being implemented. The author also needs 
to learn the overall operation of ECT system as well as impedance analyzer. The second stage is 
to design the sensor. The sensor modeling will be simulated using COMSOL Multiphysics 
Electromagnetic Module in order to obtain the permittivity images. Next part is the construction 
of the sensor. The sensor will be constructed or fabricated based on the design that the author has 
done in the previous part. The last part is to simulate in COMSOL and analyze data using 
impedance analyzer. The simulation will illustrate the image of soil moisture distribution for 
different volume of water added to the soil.  
 
1.4.1 The Relevancy of Project 
 
This project is relevant to the study of Physic as it focuses on the design of the ECT 
sensor based on determination of the dielectric permittivity distribution in the interior of an 
object from external capacitance measurements. Besides, monitoring of soil moisture content is 
important for plants in agriculture sector especially in irrigation scheduling to prevent unwanted 
effects such as insufficient of nutrients and plant disease due to poor irrigation planning. 
Monitoring of soil moisture content includes the percentage level measurement of the soil 
moisture. By using electrical capacitance tomography as the measurement sensor, it helps to 
provide the percentage of soil moisture by the capacitance measurements that are taken from the 
multi-electrodes sensor. The cross-sectional image of the permittivity distribution in the soil is 
reconstructed and the image is displayed on the computer. The continuous monitoring of soil 




1.4.2  Feasibility of the Project within the Scope and Time frame   
 
The project will be conducted starting with the collection of related materials such books, 
journals and technical papers specifically on current technique of soil moisture detection, 
Electrical Capacitance Tomography (ECT) sensor design and COMSOL application. Research 
will be done from time to time as to get a better understanding on the subject. This project will 
then focus on the modeling and simulation of the ECT sensor design using COMSOL software. 
Simulation will be done in order to illustrate the permittivity image of the soil moisture. Based 
on the activities stated above, given 4 months for the researches and studies to be done as well as 
experiment activities and for the other 4 months for the finalization of the design, the author feels 

















2.1 Soil moisture content in irrigation scheduling 
  
Optimal irrigation management is important in improving and increasing the productivity 
and also quality of the plants growth. Irrigation is normally used in assisting growing of the 
crops, maintaining the landscapes, and during the period of inadequate rain fall in certain 
regions. Land irrigation contributes extensively in the output of agriculture especially in food 
supply. Therefore accurate time and quantity of irrigation is an essential factor in developing the 
proficient irrigation scheduling [1]. 
 As people know, water is very important for the plants growth. Nevertheless, if excessive 
amount of water is supplied to the crops, it may give negative impact to the quality and 
production of the plants. That is why adequate quantity of irrigation is important or otherwise the 
crops might end up with harmful effects due to either over irrigation or lack of water supply. 
Excessive irrigation will result in water logging. Too much water in the soil will affect the root 
growth [2]. The excessive amount of water gives no rooms or only limited space for the air. Due 
to this, roots cannot grow properly as too much water affects the soil aeration. Furthermore 
whenever the strong winds strikes, the plant roots may not be able to provide necessary 
anchoring in the extremely wet soil in order to protect the trees from falling onto the ground. 
 Besides, the process of germination is restrained because of extreme amount of water in 
the soil [3]. Too much water is the soil restrains the process of germination of seeds. Respiration 
of seeds needs both water and air. Therefore the seeds will get insufficient amount of air to 
perform respiration process. As a result, the seeds fail to respire and production of the crop will 





Meanwhile, under irrigation or lack of water supply may also affect the plants growth. 
According to David, if amount of water loss exceeds the amount of water absorption, the plant 
might experience water stress effect. Water stress will decline the photosynthesis process and 
reduce the support of crop growth [4]. Hence, the quality and quantity of the growing plants will 
be poorly affected.  
 Thus, optimal and efficient irrigation scheduling is important in order to prevent all of the 
effects on plants growth. Either too much water or insufficient amount of water supply to the 
crops, both can provide negative impacts on the plants growing process. In order to manage the 
irrigation scheduling perfectly, the soil moisture content need to be measured adequately and 




2.2 Soil moisture measurement 
 
Soil moisture measurement can be determined under two criterions which are direct 
method and indirect method. Techniques that can be classified as direct methods are gravimetric 
measurement and lysimeters. Meanwhile for indirect method, there are subdivisions that can be 
group under this category which are radiological techniques, soil electrical permittivity, and soil 
electrical conductivity. Under the category of radiological techniques, there are several methods 
such as neutron scattering and gamma absorption. For soil electrical permittivity, soil water 
content can be derived from time-domain reflectometry (TDR) and electrical tomography sensor 
[5 - 7]. Lastly for soil electrical conductivity, methods used are electrical resistance blocks and 






























































2.3 Gravimetric measurement 
 
In direct method, gravimetric technique measure the soil moisture content by the weight, 
which is determined by the mass ratio of water present in the soil to the dry weight of the soil 
sample. Besides, the soil moisture content can be conveyed by the volume, which is derived from 
the volume ratio of water to the total volume of the soil sample [9]. In order to determine the 
ratio of a particular soil sample, the soil sample mass must be measured before and after the 
drying process.  
During the drying process, the soil sample must be dried to a constant weight to 
determine the water mass. The water mass is the difference between the weights of the wet soil 
and the dry soil [10]. A dry soil sample is defined as the soil sample that has been dried in an 
oven for 24 hours or overnight until constant weight achieved. The drying process is operated at 
the range of temperature between 100  – 110 , but 105  is a typical temperature [9]. 105  is 
chosen as a typical temperature because it is a compromise between identifying water loss and 
avoiding too much weight lost due to oxidation and decomposition of organic materials [11].  
The procedures to obtain the soil moisture content are further explained where the drying 
process involves repetition [9]. The moisture content in dry weight basis,  may be calculated 
using the following formula (1):  
 
    (1) 
 
Once soil moisture has been measured gravimetrically, the results were compared to 
electronic instrumentation performances for calibration [10]. These two quantities are related by 
the soil bulk density. Soil bulk density is defined as the ratio of the mass of oven dry soil,  to 
the bulk volume of the soil, V: 
 
        (2) 
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Gravimetric soil moisture is considered by scientists as a standard for calibrating sensors. 
The examples are explained further on the gravimetric measurement technique [12 - 14]. This 
technique guarantees accurate measurement will be obtained. Nevertheless it also has some 
disadvantages that cannot be avoided. For instance in practice, the equation above often leads to 
errors. The bulk density value used is typically an average value that is determined for the soil, 
and the value may come from a prior study. Because of bulk density like water content is quite 
variable, therefore the actual bulk density of the sample may be quite different from the average 





The next technique in direct method is lysimeter. Lysimeter is used to maintain the 
sufficient soil water content for the crops. Lysimeter is a container located in the field and filled 
with soil that is used to maintain the vegetation for the purpose of studying different types of soil 
and water plant relationships under natural condition [16 - 17].  Field studies using lysimeters 
represent an exact tool in determining the water balance components in the soil-plant-atmosphere 
system [18]. 
The use of lysimeter is briefly explain, where from the theory, lysimeters with holes at 
the base which is for draining purpose are tend to generate a zone with no moisture tension in the 
soil above the holes [17]. However, only lysimeters which are well expanding below the root 
zone which is called „shallow Lysimeters‟, with suction devices at their base can give the 
assumption and estimation of soil water content and drainage in the root zone. Moreover, 
evapotranspiration is one of the most significant variables in the water balance and it presents the 
major effects on the water loss of the system [18]. The materials and methods used to clarify the 





Figure 3 below shows lysimeter cross-section: 
 
Figure 3: Lysimeter cross-section 
 
However, the precision of weighing lysimeters is strongly depends on the quality and design of 
the load cells that are used to measure these changes in weight [17]. Maintaining the stability of 
load cells may cause problems with tree crops, especially in windy climates. 
 
 
2.5 Neutron Scattering 
 
Neutron scattering is a generally accepted non-destructive technique of soil moisture 
measurement [21]. According to Evett, the neutron probe uses a kind of cylindrical access tube 
which is usually inserted in vertical position into the soil. The access tube is used to measure for 
meters depth of the soil. The probe is floating inside the tube by a cable so that measurement can 
be made at any depth increment. Typically, the increments of depth are ranged from 10-20cm. 
Neutron probes are moderately accurate, user friendly, and able to take measurements in real 




High-speed neutrons will be sent out by the radioactive source inside the neutron gauge 
or neutron probe. The size of these high-speed neutrons is quite identical with a hydrogen atom, 
which is one of the water molecule component. When these high-speed neutrons strike the 
hydrogen atoms, they will decelerate. The rate of high-speed neutrons leaving and the slow 
neutrons bouncing back will be measured by a probe which has a detector in it to detect the 
neutrons movement. The soil moisture content is approximated by the ratio [25]. Theory and 
methods of calibration are given by Martin, who shows that calibration against multiple 
volumetric soil samples that are recorded at each increment of depth.  
One of the disadvantages of the neutron probes is they need to be calibrated to soil types 
and zones with different soil moisture fractions, over a period of time. Besides, neutron probes 
are also labor-intensive as the operator should wear some type of film badge. The badge will 
indicate the personal exposure levels to radioactive materials. The badge is then being evaluated 
and the level of exposure to the radioactive materials is recorded on a monthly basis [26]. 
Furthermore, precautions need to take into account while managing radioactive material. The 
materials are relatively high costs and therefore the operation of neutron probes is also costly 

















2.6 Gamma absorption 
 
The dual-probe gamma device is generally used in the laboratory nowadays. The reason 
for this is that gamma rays are more dangerous to deal with than neutron scattering devices. 
Furthermore, the operational costs for the gamma rays are comparatively high [27].  
For a given mass absorption coefficient, changes in gamma attenuation are related to 
changes in total soil density. From the method judgment, the density of soil is related to the 
scattering and absorption of gamma rays. Since the wet density varies with the increasing or 
decreasing in moisture, the soil specific gravity will remain moderately constant [28]. The varies 
in wet density are determined by the gamma transmission method, while the moisture content 
will be measured from the change of density. However, it is hard to accurately measure the soil 
moisture content from the difference of value between the total and dry density attenuation [29].  
Finally, compared to neutron scattering, gamma-ray attenuation has the advantage of 
allocating accurate measurements at a few centimeters below the air surface interface. Besides, it 
also can determine the mean of water content with depth.  
 
2.7 Time Domain Reflectometer 
 
The next category under indirect method is soil electrical permittivity. Under this 
category, there are two techniques which are time-domain reflectometer (TDR) and electrical 
tomography sensor. The TDR technique depends on the changes in soil permittivity that are 
occurred when there are variations in soil water content [30].   
In the TDR method, a very quick rise time which is approximately 200ps step voltage 
increase will be injected into a wave guide that is usually coaxial cable. The cable will carry the 
wave to a probe located in the soil or other porous medium [25]. For a general field installation, 
the probe will be attached to the instrument through a group of coaxial cables and the 
multiplexers. One part of the TDR instrument supplies the voltage step and the other part which 
is basically a high-speed oscilloscope, will capture the reflected waveform.  
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The TDR technique for soil moisture measurement is a generally appropriate method that 
may be used for automated and manual data collection. Nevertheless, to obtain the precision and 
accuracy in automated measurement greatly depend on the robustness of wave form analysis 
methods that are being used in the software of the data logging tools. A few disadvantages of 
TDR which are the probes are difficult to install at depth and it is costly [31]. 
 
 
2.8 Electrical Resistance Blocks 
 
Electrical resistance blocks are simple moisture measurement tools. The most common 
electrical resistance blocks materials are nylon fabric, fiberglass and gypsum [32]. The 
mechanism contains of a porous block which consists of two electrodes attached to a wire lead. 
The wire leads is afterward connected to a meter and reading can be taken from that meter. To 
retrieve the information of soil moisture from these instruments is quite difficult in clay soils. 
However, this device is relatively inexpensive [29].  
When the electrical resistance block is covered in the soil, in order to make sure the soil 
and the matric potential of the block are equivalent, water will go in or out of the block until the 
equivalent condition occured. The more water in the soil, the lower the resistance will be. The 
block electrical conductivity will be interpreted using an alternating current bridge [32]. To make 
relationship between the electrical conductivity and the matric potential for any selective soil, a 
calibration curve is made.  
There are a few advantages of applying electrical resistance block systems which are 
firstly low cost. In addition, there are chances to measure the electrical conductivity at the same 
point of location in that particular field for two or three years. Meanwhile the main disadvantage 
of this system is each block must be calibrated separately since there are some different 
characteristics for each blocks. Therefore, the life of the block has its own limitation since the 










2.9 Electrical Tomography Sensor 
 
There are many types of tomography sensors for instance optical, ionizing radiation, 
microwave, nuclear magnetic resonance (NMR), acoustic, and electrical (e.g., capacitive and 
conductive). Each technique has its own advantages and disadvantages. Hence, the preference 
technique is selected based on the case study. According to Ismail, a few tomographic techniques 
that are generally considered, which are involving the measurement of electrical properties such 
as electrical capacitance tomography (ECT), electrical resistance tomography (ERT), and 
electromagnetic tomography (EMT).  
The main disadvantage of these electrical methods is their modest spatial resolution of 
the resultant image, because different from ionizing radiation technique where the electric fields 
cannot be restricted to a direct narrow path between a transmitter and a receiver. However, 
despite of this drawback, electrical tomography techniques has some advantages which are low-










From the mentioned types of tomography sensors, the one that can be used to measure 
soil moisture using visualization of conductivity distribution is electrical resistance tomography 
(ERT). ERT uses a multi-electrode array detecting soil electrical resistivity of many electrode 
combinations to obtain the cross-section of resistivity along the electrode array [34].  
ERT is based on the injection of a controlled direct electric current (DC) through the 
electrodes. The electrical current flow adapts to the subsurface resistivity pattern. Therefore the 
potential difference or voltage at a certain distance away from the source can be determined 
using a second pair of electrodes. They are used to create a distribution of conductivity inside the 
sensor. The operation of ERT system is mainly similar as the operation of ECT system, apart 
from a high impedance measurement is required for conductive loads [33].  








For soil moisture measurement, electrical capacitance tomography (ECT) is one of the 
techniques that visualize permittivity distribution. ECT is used for imaging based on measuring 
the variations in capacitance which are because of the changing in dielectric material 
distribution.  ECT presents cross-sectional images of dielectric material distribution through 
capacitance measurement and image reconstruction. The capacitance measurements are taken 
from a multi-electrode mounted around the sensor. Whilst the cross-sectional distribution of 
permittivity is reconstructed from these capacitance measurements. The number of electrodes 
used is usually 8 or 12 electrodes [35].  
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For parallel-plate capacitor, the relationship between capacitance and permittivity distribution is 
as below: 
   (3) 
 
Where, ε(x,y) is the permittivity distribution in the sensing field, V is the potential difference 
between two electrodes which form the capacitance, Φ(x,y) is the potential distribution; Γ is the 
electrode surface, and  is the gradient operator [33].  
 
There are three different ECT systems have been built up in the past two decades which 
are charge/discharge based ECT system, AC-based ECT system, and impedance analyzer based 
ECT system. All of these three systems have their own advantages and disadvantages. The 
comparison of the three systems is discussed by theoretical analysis and experiments which 
result in better imaging quality can be obtained by impedance analyzer compared to the two 
other systems [36]. However, the speed of the system is lower than the others due to low data 





In this project, focus will be on tomography using ECT system. Generally, ECT is a 
method of measurement to gain information regarding the contents inside the pipeline or vessels. 
There are multiple electrodes being arranged around the edge of the pipe at permanent positions. 
Therefore it will not affect the movement or flow of materials inside the pipe. The multiple 
electrodes are placed externally for electrically insulating pipes whilst for electrically conducting 




2.10.1 Capacitance and permittivity  
 
A capacitor is a component that can store electric charge. It usually consists of two metal 
conductors placed near each other but not touching. A typical capacitor has a pair of parallel 
plates with area A which the plates are separated by a small distance. If a voltage (or potential) V 
is applied to a capacitor, it quickly becomes charged. The amount of charge Q gained by each 
plate is directly proportional to V applied, that is:  
  or       (4) 
Where C is a proportionality constant called the capacitance of the capacitor. The SI unit of 
















For a parallel-plate capacitor which consists of plates with area A and is separated by a 
small distance d of air as shown in Figure 4, the capacitance is also proportional to A and 
inversely proportional to d. An alternative expression for the capacitance is then: 
     (5) 
where A is the cross-sectional area of the capacitor and d the distance between the plates. The 
proportionality constant is found to have the value , the permittivity of free space as shown in 
Figure 8:  
 
 
Figure 8: Electric charge and voltage of capacitor 
  
 The capacitance for a parallel plate capacitor with dielectric between the plates is 
therefore given by where  is called the permittivity of the material.  is known as dielectric 
constant, a factor indicating by how many fold capacitance is increased. 
 









Plate separation d 
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 The ECT concept generally can be described as it is derived from the capacitance as 
well as the permittivity of the material inside the pipe or process vessel. Since the permittivity of 
each measured element is a constant, the measured element can be identified by knowing the 
capacitance / voltage between electrodes. 
 
 
2.11 Impedance analyzer based ECT system 
 
A commercial impedance analyzer which is considered as a high sensitivity ECT system 
is used for capacitance measurement. Impedance analyzer can measure sensitivity of 10 times 
higher than conventional ECT systems [38]. Impedance analyzer is intended for common 
impedance measurement and can be used in many diverse applications such as in medical 
application, process monitoring, and also non destructive testing [39 – 40]. It also conveys 
reliable and outstanding performance for accuracy and resolution. 
The main disadvantage of impedance analyzer is it has low acquisition rate and has 
limited number of channels for measurement. Besides, impedance analyzers are also bulky in 
size. Generally, when different sensor electrodes are used to take measurements, the terminal 
connections of the multi electrodes sensor have to be changed manually [41].  
The impedance analyzer ECT system consists of electrical capacitance tomography 
sensor, an impedance analyzer (i.e. HP4284A), a host PC, and also the terminal connections. 
Therefore in order to develop the flexibility in multi electrodes sensor connection between the 
terminals, a multiplexer (MUX) unit can be established to enable the impedance measurement 
between the sensor electrodes and the impedance analyzer. The multiplexer are designed to make 
sure minimum stray of capacitance [42].  
The MUX unit is controlled by a data acquisition board and two data acquisition units. 
The connection from the impedance analyzer to the PC is by the standard HP-IB instrument 
communication protocol. To allow the connection and communication between these two 
devices, an IEEE488 card from Brainbox is installed to the host PC [42].  
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For example, if 12 electrodes sensor is used, electrode 4 is used for the excitation 
whereas electrodes 5-12 for detection thus, eight capacitance measurements can be obtained. 
Next, electrode 5 will be used as excitation and electrodes 6-12 for detection. With that, seven 
measurements of capacitance are gained. The method will continue until electrode 11 is used for 
excitation and electrode 12 for detection and only one capacitance measurement is obtained. 
Therefore, a 12 electrodes ECT sensor will give 66 independent measurements of electrode pairs, 
which is designated in Table 1. 
 
Table 2: Measurement of 12 electrodes ECT sensor 
Electrodes 1 2 3 4 5 6 7 8 9 10 11 12 
1             
2             
3             
4             
5             
6             
7             
8             
9             
10             
11             









2.12.1     Number of Electrodes 
 
ECT sensor may consists of 8, 12 or 16 numbers of electrodes. In choosing the electrode 
numbers, normally, 8 or 12 electrodes will be used for ECT sensors. Designers usually use large 
number of electrodes in order to have better image resolution of the ECT. When more number of 
electrodes being used, it means more numbers of independent measurement will be produced. 
Big electrode numbers are necessary to perform a high sensitivity measurement. At the 
processing unit, large numbers of data will be generated if more numbers of electrodes are used 
in designing the ECT sensor [35]. Nevertheless, there are a some advantages of using less 
number of electrodes. First of all, the hardware design will be much simpler which will cause 
lesser number of data acquisition required to present the data. Moreover, it will provide quicker 
data acquisition rate since the number of capacitance measurements have been reduced [43]. 
 
2.12.2 Electrodes size 
 
There is possibility to measure the capacitance by using the capacitance measuring 
circuit. For the length of the measurement electrodes, typically it is the same as the sensor 
diameter, if the diameter of the sensor is large enough for example 10cm [43]. Furthermore, 
while choosing the length of electrodes, it is also significant to consider the 3D effect. To avoid 
severe effect to both axial ends of the ECT sensor, generally the electrodes length are greater 
than diameter of the sensor.  
 
2.12.3 Electrodes position 
   
The measurement electrodes are usually placed outside of the sensor or any insulating 
frame that act as sensor. The sensor design can be classify into two types which are invasive and 
non-invasive. ECT sensor is said to be non-intrusive and non-invasive, therefore the electrodes 
are placed at the outer part of the sensor because it has no direct contact with the measurement 
area. But if the sensor is placed internally, it is called non-intrusive and invasive [43].  
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2.12.4 Earthed screens 
 
There are three types of earthed screens that are being used in ECT sensor which are 
outer screen, two axial end screens and radial screens [43]. Generally, the type of earthed screen 
that is normally used are two earthed axial end screens which able to lessen the external noise to 
some extent. Besides, since the electric field is dragged to the earthed axial end screens, it have 
negative effect on the capacitance measurement. The earthed radial end screens are used mainly 
to decrease the standing capacitance between any adjacent electrode pairs of the ECT sensor. 
 
2.13 Image Construction 
  
To get information regarding distribution of the dielectric material inside a closed pipe in 
ECT, electrical capacitance is measured between sets of electrodes that are placed outside the 
sensor. Then the measured data is sent to data acquisition unit for processing. After that, the 
electrical capacitance is then being converted into an image to present the distribution of the 
permittivity and the material using an appropriate algorithm [44].  
 There are several types of measurement method but commonly used method is normal 
adjacent. When voltage is supplied through an electrode, and then the permittivity between the 
that particular electrode and other electrodes are being measured [35]. For example of using 12 
electrodes ECT sensor, when the first electrode is initialized, the voltage between first and 
second electrode is measured. This 1-2 voltage measurement continued with 1-3, 1-4, …, and 1-
12 voltage measurements. After completing 2-3, 2-4, 2-5, …, until 11-12 voltage measurement, 
it is considered as one set of data.  
 Later on, those procedures will be repeated by initializing other numbers of electrodes. 
Therefore for n number of electrodes, n(n-1)/2 measurements will be taken. Hence, 66 




There are two categories for image reconstruction algorithms in ECT which are non-
iterative algorithms and iterative algorithms. Among all non-iterative algorithms, the fastest and 
the simplest algorithm is Linear Back Projection (LBP) [44]. LBP is compatible for high-speed 
dynamic processes. Furthermore, it is commonly used in on-line image reconstruction. However, 
LBP also has some restrictions regarding resolution and accuracy. 
 For instance, according to Xie et al., (1992), the LBP has been developed to reconstruct 
images using 12-electrodes sensor of ECT.  Thus the correlation between distribution of 
permittivity and capacitance can be estimated and expressed in a linear form as: 
      (8) 
 
where B is the matrix of normalized capacitance, S is the matrix of transducer sensitivity 
(normalized capacitance relating to normalized permittivity), and X is the matrix of pixel gray 
level (which is the normalized permittivity). In ECT image reconstruction, it is mainly to resolve 
the permittivity distribution of the material inside the pipe from the measured capacitance 
obtained. In the separate means, the task is to find the unknown X from the known B, whilst S is 
a constant matrix for straightforwardness. It can be conclude that LBP is generally to calculate 


























3.1  Research Methodology 
 
In order to achieve the aim of the project, some researches had been done on several 
resources from books, technical papers and internet. For the first step, the author did literature 
review by gathering some information on the soil moisture detection, control of soil moisture, 
and electrical capacitance tomography (ECT) on how to design sensor. Based on this research, 
the author will come out with a fine ECT sensor. 
After all the studies have been done, the next stage is to fabricate the ECT sensor where 
the sensor will illustrate the data of the soil moisture content in the pipe. For data acquisition, the 
instrument used is the impedance analyzer. It has measurement sensitivity ten times higher than 
the conventional ECT system. The design of the ECT sensor is done by considering the number 
of electrodes, earthed screen, and length of electrodes. The design sensor need to be checked 
whether it meets the ECT sensor requirements or not.  
Next, the intended low and high calibration will be conducted using the impedance 
analyzer in laboratory. Dry soil is used for low calibration while moist soil is used for high 
calibration. To begin the experiment, the sensor will be put inside a basin or container and the 
soil will be place in the pipe afterwards, starting with the dry soil. Then amount of water will be 
added to the pipe for 10ml, 20ml, 30m, …, and 400ml accordingly in order to obtain the results 
and data of the soil moisture. Several tests will be conducted on ECT sensor with different types 
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3.3 ECT Sensor Design Criteria 
 
There are few features in order to design the ECT sensor for pipeline. A pipeline ECT 
sensor consists of a set of measurement electrodes placed outside or inside an insulating pipe 
with similar distance of electrodes. These sensors can be categorized into four groups according 
to their physical structure as shown in Table 2: 
(i) Type 1: External electrodes with radial screens. 
(ii) Type 2: Internal electrodes without radial screens. 
(iii) Type 3: External electrodes without radial screens. 
(iv) Type 4: Internal electrodes with radial screens. 
 
Table 3: Features of the four types of ECT Sensor 
Group 1 2 3 4 
Electrode Position 
 
External Internal External Internal 
Radial Screen 
 







contact to process 
 
High sensitivity, 
easy to construct 
 
Simple, low cost, 
easy to construct, 













Has pipe wall 
capacitance effect, 
difficult to construct 
 
Electrostatic pick 
up, pipe wall 
capacitive effect, 







































 In order to design the best sensor for the project, the author needs to calculate the 
measurements of the width and length of the electrode. The author also has to precise the 
measurements so that the parts and pieces can be assembled as planned. Initially, the author plan 
to use type 3 for ECT sensor due to the advantages of it as it is simple and also easy to construct. 
The details of the sensor are as in Table 3: 
Table 4: ECT Sensor information 
ECT sensor Specification 
Number  of electrodes 12 
Length of electrode 10 cm 
Width of electrode 1.0 cm 
Space between electrodes 0.6 cm 
Diameter of pipe 6.0cm 




3.4 Experimental Procedures 
 
 Oven dry 
The weight of the weight soil will be measured before the drying process. The sample of soil 
will be dried in a microwave oven for 24 hours with 105   temperature to ensure that the 
soil is totally dry. After that the weight of the dry soil will be measured. The soil moisture 
percentage will be calculated using oven dry method equation as reference value. This 






 Impedance Analyzer and ECT 
For the intended calibration, low and high calibration will be done. For low calibration, the 
dry soil will be placed in the ECT sensor and data will be analyzed. After that, the high 
calibration process will be done by adding amount of 400ml water into the dry soil inside the 
ECT sensor. Then data will be captured. The experiment will begin by inserting dry soil into 
ECT sensor and amount of water will be added for 50ml, 100ml, 150ml, …, and 400ml 
accordingly. The data will be captured for time interval of 10 seconds for every 
measurement.  
 
 Measurement of soil moisture content 
The measurement of soil moisture content will be calculated by using the capacitance value, 
following this equation: 
      (9) 
 
The percentage of soil moisture calculated from the capacitance value is then being 
compared to the soil moisture percentage gained from oven dry method to see the correlation 













3.5 Tools Required  
 
For the accomplishment of the project, there are needs for a certain software application 
especially for modeling and simulation process for the design. For this project, the modeling and 
simulation will be done using COMSOL software and impedance analyzer. For sensor 
fabrication and calibration, the tools listed in Table 5 are used: 
 
Table 5: Tools for sensor fabrication and calibration 
No. Tools Description 
1. Data cable Provides connection from ECT sensor to ITS device 
2. Polyvinyl chloride pipe (PVC) Act as body of the sensor 
3. Copper tape 
Sensing material that allows electric potential to flow 
through it. 


















Result shows that when applying shielding to the ECT sensor, the capacitance result will 
be more stable as the shielding purpose is to minimize the noise that might disturb the 




The experiment is firstly done by using the oven dry method which is used as reference for the 
soil moisture content calculation. The soil is dried in th oven for more than 24 hours before 
starting the experiment to have a totally dried soil. The result from the oven dry method is as 
shown below. 
Mass of container, Mc : 166g 
Mass of dry soil + Mass of container: 395.65g 
Mass of dry soil, Md : 395.65g – 166g = 229.65g 
Mass of wet soil, Mw : 
Quantity of 
water 
Mc + Mw Mw 
Moisture percentage 
(%) 
50ml 441.97g 275.97g 12.3 
100ml 488.97g 322.97g 24.8 
150ml 536.80g 370.80g 37.5 
200ml 584.24g 418.24g 50.0 
250ml 631.33g 465.33g 62.5 
300ml 678.74g 512.74g 75.1 
350ml 725.60g 559.60g 87.6 





 The capacitance value for each group as increasing water content are as follow: 
Adjacent 
  e1-2 e2-3 e3-4 e4-5 e5-6 e6-7 
0ml 2.60992 2.5776 2.72028 2.68357 2.6796 2.501826 
50ml 2.700905 2.703401 2.827307 2.901462 3.044945 2.86021 
100ml 2.769799 2.8013618 2.948477 2.997993 3.093216 2.90351 
150ml 2.9912 2.92225 2.99635 3.09337 3.12523 3.088577 
200ml 3.128183 3.0045127 3.073797 3.125946 3.156328 3.140441 
250ml 3.205463 3.1574553 3.193235 3.154211 3.189214 3.208593 
300ml 3.259235 3.2574019 3.23037 3.23409 3.249473 3.26454 
350ml 3.31561 3.2928732 3.314986 3.308192 3.292877 3.297571 
400ml 3.383915 3.3321261 3.390229 3.384428 3.35556 3.377789 
 
 e7-8 e8-9 e9-10 e10-11 e11-12 e1-12 Average 
0ml 2.56767 2.33601 2.476315 2.53854 2.436832 2.48481 2.551081 
50ml 2.804809 2.467835 2.5371 2.777893 2.54618 2.507881 2.723327 
100ml 2.84077 2.765374 2.710455 2.969971 2.679603 2.578872 2.838283 
150ml 2.974193 2.8717 2.84368 3.03241 2.90442 2.80158 2.970413 
200ml 3.068843 2.934205 2.927124 3.100701 3.141541 2.976339 3.06483 
250ml 3.122997 3.104378 3.10167 3.160727 3.191555 3.171179 3.16339 
300ml 3.244102 3.197571 3.12085 3.24692 3.265308 3.213425 3.231941 
350ml 3.317014 3.287327 3.206311 3.276518 3.297928 3.29814 3.292112 
400ml 3.39988 3.33746 3.282397 3.359705 3.355531 3.365067 3.360341 
 
1-adjacent 
  e1-3 e2-4 e3-5 e4-6 e5-7 e6-8 
low 0.969999 0.990015 0.978468 0.986993 1.01186 0.983281 
50ml 1.593225 1.492422 1.484963 1.539466 1.540486 1.474731 
100ml 1.724485 1.657195 1.686249 1.698428 1.722138 1.683192 
150ml 1.812879 1.786892 1.75962 1.800662 1.85773 1.83455 
200ml 2.028403 2.004954 1.958117 2.041553 2.049319 2.017932 
350ml 2.276868 2.249319 2.176901 2.23347 2.26804 2.194433 
300ml 2.457195 2.484963 2.427256 2.478767 2.495017 2.421054 
350ml 2.658117 2.55962 2.540088 2.654892 2.670918 2.593298 




 e7-9 e8-10 e9-11 e10-12 e1-11 e2-12 Average 
low 0.933082 0.944741 0.981509 1.003 0.956792 0.944294 0.97367 
50ml 1.437806 1.453683 1.485767 1.527761 1.475361 1.419607 1.493773 
100ml 1.676868 1.691352 1.712879 1.73418 1.686892 1.644954 1.693234 
150ml 1.71568 1.7521 1.82755 1.84544 1.83515 1.81313 1.803449 
200ml 1.918146 1.995376 2.074232 2.053709 2.0298 2.001033 2.014381 
350ml 2.190679 2.249189 2.244197 2.247255 2.208301 2.195579 2.227853 
300ml 2.430324 2.472914 2.466028 2.459686 2.404212 2.371998 2.447451 
350ml 2.604938 2.647277 2.63818 2.637881 2.578409 2.548529 2.611012 




e1-4 e2-5 e3-6 e4-7 e5-8 e6-9 
low 0.885085 0.876262 0.89628 0.90137 0.91236 0.85703 
50ml 1.2389 1.108172 1.1563 1.20977 1.23927 1.18455 
100ml 1.473812 1.426495 1.46117 1.48759 1.51348 1.43641 
150ml 1.60738 1.58515 1.59918 1.62499 1.65128 1.57651 
200ml 1.829037 1.814255 1.83581 1.84258 1.87172 1.79128 
350ml 2.014706 2.011284 2.09202 2.18232 2.08177 2.02088 
300ml 2.31651 2.234552 2.30368 2.28805 2.28759 2.22666 
350ml 2.426495 2.419935 2.46216 2.47964 2.47905 2.41817 
400ml 2.622976 2.620438 2.65225 2.65302 2.64944 2.62897 
 
 e7-10 e8-11 e9-12 e1-10 e2-11 e3-12 Average 
low 0.86069 0.86348 0.89786 0.869882 0.86166 0.85722 0.878264 
50ml 1.26473 1.21471 1.25367 1.191909 1.19202 1.17448 1.202373 
100ml 1.46769 1.44934 1.42264 1.390305 1.39808 1.42761 1.446217 
150ml 1.62642 1.60077 1.63368 1.54485 1.63896 1.61843 1.608967 
200ml 1.81531 1.87724 1.88698 1.819935 1.87265 1.76216 1.834912 
350ml 2.12211 2.06705 2.09699 1.998821 2.02871 2.09013 2.067233 
300ml 2.32771 2.32682 2.28713 2.267995 2.22763 2.25808 2.279368 
350ml 2.4195 2.41837 2.47847 2.462163 2.40564 2.39665 2.438854 








e1-5 e2-6 e3-7 e4-8 e5-9 e6-10 
low 0.859492 0.876262 0.876224 0.879825 0.83789 0.840241 
50ml 1.13874 1.158172 1.147164 1.132856 1.168308 1.17401 
100ml 1.244757 1.226495 1.257271 1.234557 1.236883 1.241966 
150ml 1.42799 1.48515 1.45053 1.473 1.46145 1.46837 
200ml 1.609711 1.622168 1.630354 1.632893 1.678548 1.627117 
350ml 1.819061 1.819709 1.819792 1.819592 1.818068 1.818957 
300ml 2.025127 2.025675 2.025745 2.025576 2.024288 2.025039 
350ml 2.216227 2.216922 2.217011 2.216797 2.215163 2.216116 
400ml 2.419802 2.420438 2.42052 2.417441 2.402547 2.45636 
 
 e7-11 e8-12 e1-9 e2-10 e3-11 e4-12 Average 
low 0.838468 0.843915 0.846303 0.841808 0.839103 0.838189 0.851477 
50ml 1.129292 1.142193 1.154262 1.124398 1.147866 1.131633 1.145741 
100ml 1.298322 1.258903 1.265037 1.281579 1.255276 1.216083 1.251427 
150ml 1.44852 1.456 1.42286 1.42254 1.35673 1.38292 1.438005 
200ml 1.603415 1.608669 1.562868 1.609419 1.578387 1.653826 1.618115 
350ml 1.828584 1.767701 1.818615 1.819371 1.798134 1.817531 1.81376 
300ml 2.024831 2.043574 2.02475 2.025389 2.024786 2.024632 2.026618 
350ml 2.215852 2.215251 2.215749 2.21656 2.215794 2.2156 2.216087 




e1-6 e2-7 e3-8 e4-9 e5-10 e6-11 
low 0.853261 0.867662 0.868147 0.831007 0.833264 0.831081 
50ml 1.128 1.137695 1.147204 1.139215 1.169391 1.135346 
100ml 1.366783 1.428656 1.358541 1.334516 1.308924 1.282546 
150ml 1.51389 1.5259 1.52487 1.48324 1.43457 1.42121 
200ml 1.710882 1.725924 1.724598 1.748698 1.71513 1.70913 
350ml 1.917855 1.918667 1.918028 1.91703 1.917548 1.902158 
300ml 2.124107 2.124794 2.124254 2.12341 2.123848 2.123544 
350ml 2.214934 2.215805 2.21512 2.21405 2.214605 2.21422 





 e7-12 e1-8 e2-9 e3-10 e4-11 e5-12 Average 
low 0.83082 0.851116 0.831604 0.832723 0.831977 0.830484 0.841096 
50ml 1.12119 1.151535 1.098078 1.129597 1.10153 1.143226 1.133501 
100ml 1.333052 1.296669 1.290106 1.283764 1.271819 1.296955 1.321027 
150ml 1.52338 1.51622 1.49652 1.45845 1.55875 1.51614 1.497762 
200ml 1.742759 1.725796 1.75708 1.693085 1.758099 1.765356 1.731378 
350ml 1.935889 1.917618 1.917183 1.917635 1.907353 1.937199 1.91868 
300ml 2.123525 2.123907 2.123539 2.123921 2.123761 2.123294 2.123825 
350ml 2.214196 2.21468 2.214213 2.214698 2.214495 2.213903 2.214577 




e1-7 e2-8 e3-9 e4-10 e5-11 e6-12 Average 
low 0.850258 0.864976 0.828451 0.831566 0.829477 0.828302 0.838838 
50ml 1.085606 1.063199 1.0031 1.048633 1.018292 1.024967 1.040633 
100ml 1.274038 1.224801 1.164959 1.221056 1.157595 1.220672 1.21052 
150ml 1.40382 1.34838 1.25488 1.37322 1.30659 1.31428 1.333528 
200ml 1.567348 1.531923 1.444877 1.495142 1.48313 1.465466 1.497981 
350ml 1.717692 1.717827 1.616494 1.617385 1.680578 1.599025 1.658167 
300ml 1.923969 1.924084 1.822957 1.82371 1.823193 1.822998 1.856818 
350ml 2.114759 2.114904 2.013475 2.11443 2.013774 2.013528 2.064145 













Table 9: Moisture percentage for one after adjacent electrodes 
Water added in soil 
(ml) 
Moisture content - 
oven dry 
(%) 






50 12.30 28.57 16.27 
100 24.80 39.56 14.76 
150 37.50 45.60 8.1 
200 50.00 57.14 7.14 
250 62.50 68.68 6.18 
300 75.10 80.77 5.67 
350 87.60 90.11 2.51 
 
Table 10: Moisture percentage for two after adjacent electrodes 
Water added in soil 
(ml) 
Moisture content - 
oven dry 
(%) 






50 12.30 18.75 6.45 
100 24.80 32.39 7.59 
150 37.50 41.47 3.97 
200 50.00 54.55 4.55 
250 62.50 67.61 5.11 
300 75.10 79.54 4.44 
350 87.60 88.63 1.03 
 
Table 11: Moisture percentage for three after adjacent electrodes 
Water added in soil 
(ml) 
Moisture content - 
oven dry 
(%) 






50 12.30 18.47 6.17 
100 24.80 25.48 0.68 
150 37.50 36.94 0.56 
200 50.00 48.40 1.60 
250 62.50 61.15 1.35 
300 75.10 74.52 0.58 






Table 12: Moisture percentage for four after adjacent electrodes 
Water added in soil 
(ml) 
Moisture content - 
oven dry 
(%) 






50 12.30 19.33 7.03 
100 24.80 32.00 7.20 
150 37.50 43.33 5.83 
200 50.00 59.33 9.33 
250 62.50 72.79 10.29 
300 75.10 85.33 10.23 
350 87.60 91.33 3.73 
 
Table 13: Moisture percentage for opposite electrodes 
Water added in soil 
(ml) 
Moisture content - 
oven dry 
(%) 





50 12.30 13.61 1.31 
100 24.80 25.17 0.37 
150 37.50 33.33 4.17 
200 50.00 44.90 5.10 
250 62.50 55.78 6.72 
300 75.10 69.39 5.71 

















The experimental works will be performed to illustrate the soil moisture content by using 
electrical capacitance sensor. By developing this method using impedance analyzer and ECT, the 
clear view of moisture percentage distribution in soil can be obtained by using high accuracy 
technique especially for the irrigation system in greenhouse. Most greenhouse vegetable plants 
remove large amounts of water from soil at approximately 10" to 12" depth.  An accurate 
estimate of available soil moisture at this depth cannot be made by testing only the top few 
inches of soil.  
The sensor is designed by using twelve external electrodes. By using electrical 
capacitance tomography, the cross-sectional images of dielectric material distribution can be 
captured through capacitance measurement and image reconstruction. Monitoring of moisture 
percentage in soil is important in agriculture scheme, especially during irrigation scheduling. 
Besides, the moisture percentage will give advantage in the continuous monitoring of optimal 
irrigation scheduling in order to minimize effects of water stress on the plants.
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5.2  Recommendations 
 
 There is more improvements need to be done in order to obtain the desired and excellent 
results. The improvements that can be made in continuing the project is by designing the sensor 
that is in square shape to paste two plates on it. The area of the electrodes also need to be 
increase while the distance will be decreased. Besides, the sensor also need to install shielding 
around it. Thus, it will shield the sensor system from the ambient systems and prevent charge 
disturbances on the electrodes due to external changed objects. 
 In continuing this project, the author will do more studies on the soil moisture content 
calculation from the data obtained by using the impedance analyzer. These have to be achieved 
in order to prove that the sensor is reliable for the soil moisture detection. Besides, the 
experiment will be conducted with homogeneity in order for the sensor to detect the soil 
moisture content at any point with almost close result.  
Other than that, the author will continue the project by performing the experiment with 
both types of sensor which is twelve electrodes sensor and two parallel plates capacitance sensor. 
the two parallel plates sensor will be connected to impedance analyzer to analyze the data while 
the 12 electrodes sensor will be connected to tomography system. The data is then being 
compared to select the most reliable and effective sensor, with simpler fabrication thus less cost 
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  Suggested Key milestones     Process 
 
No. Detail/ Week 1 2 3 4 5 6 7  8 9 10 11 12 13 14 15 
1 Perform experiment on soil moisture 
measurement 
                
                  
2 Submission of Progress Report                 
                  
3 Project work continues                  
                  
5 Result and data analysis                  
                  
6 Pre-EDX                 
                  
7 Finalize results and findings                 
                  
8 Submission of Draft Report                 
                  
9 Submission of Final Report and Technical 
Paper 
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